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I, Nita J. Bolz, after being first duly sworn, depose(ggﬁ%% B stz below)

(1) I am a Forensic Scientist IV. at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.

(3) I am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, I am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for
maintaining the records of the program.

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and gualified to conduct the

verification. T
(6) The referenced instrument is certified for evidentiary use in the’State of Alaska. : d

State Breath Alcohol Program _»
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VERIFIC.__TON OF CALIBRATIC REPORT
of Datamaster cdm :
State of Alaska
_Scientific Crime Detection Laboratory - Statewide Breath Alcohol Program

= Datamaster cdm S/N / 30/ ZSE =

(CONTINUED FROM FRONT PAGE)

| T E TAPE THE TEST STRIP FROM THE NONDRINKING SUBJECT TEST AND THE DIAGNOSTIC
: CHECK IN THE MARKED BOXES. :

NONDRINKING SUBJECT TEST 7 DIAGNOSTIC CHECK

fr——————————
_ Breath Test Record TN S S SO W i Diagnostic Test Heootd.
\ Serial Number [130125 | Mode! [DataMaster ‘\ : Serial Number [ 130125 v Model lDa(aMas!er
e ] ! . ! :
| Location [FBKO ] [AST/Farbarks | | Locaon[FBKD <] jAST/Faitbanks
S-ubi—e_c; I; fo:n;;l‘it;n—:::-:—_———-—g-_—‘—-:-_—'-————_ il ) e i -Diagnostic Test Results
Last Name [Verificationofcal i TestDate{02/10/2010 Computer|Okay
oL# ¥ L
i First Name IN J i Test Tirne|23.24:35 ProglamIDkay
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. Operator Information- ~ ———— - — 0 o T Software Dale CE/ZU/ZOU‘I
| Operator Name mewism Case [N ‘ \ Sample Chamber [C]T 439
l; Operator # [22\1 Depattment [FBKO } Breath Tube ()] 43
e N T
e P . 23.25
 TestResults ———— —— - T Barometer [‘"]?
Alco Target [[078 Alco Serial [X301536 Flow Deteclor|Okay
| Nominal | 0076 Berometer | 23.25 TestType [V ! High Speed Pump|Okay
Diy Gas 1 I 0.073 Time: |23:2&09 Test Date [02/10/2010 | DeteclmlUkay
t Subject Alcohol l 0.000 I— Time: P3;2‘1:24 ) Test Time 123:18:27 ; Filter]Okay
! Dry Gas 2 l_ 0.074 Time: |23:2228 Report rY_ { Qua:llekay
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